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AHEER MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVI
S (/\STATE PUBLIC HEALTH LABORATORY RECEIVED

i/ BREATH ALCOHOL PROGRAM By Carol Day at 1:03 pm, Mar 28, 2016

" INTOX DMT MAINTENANCE REPORT : i ORT 1

Complete this report at the time of the regular monthiy preventive maintenance check (not to exceed 35 days}.
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into senvice.
Retaln the ariginal and send & copy within 15 days to the Breath Alcehol Program, DHSS.

INTOX, DIST SN HAKE GF AGERCY DATE OF INSFECTION
500251 Eldon Police Dept. 03/28/2016
LOCATIGN OF INSTRUMENT (STREET AND CITY) TME GF INSPECTION

111 South Qak Eldon Missousi 65026 11:24:42

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits. {White in observed
values where determined). Unmarked items must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME _ 03/28/2016 11:24:44 &l DETECTOR
PROGRAM FILTER 1
SAMPLE CHAMBER 48.7°C FILTER 2
BREATH TURE_46.4°C B FILTER 3
K PUMP Kl INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
SIMULATOR STANDARD O COMPRESSED ETHANOL-GAS MIXTURE
Kl STANDARD SUPPLIER REPCO LOT # 14001 EXP. DATE _04/30/2016
& SIMULATOR TEMP (34°C £ 0.2°C)_34.0 !SIMULATOR SN_S8D299g |SIMULATOR EXP DATE _ 12/07/2018

Kl CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard, All three tests must be within 5% of the slandard value and musi have a spread

of .005 orless. Mark the box corresponding to the standard being used.
X1 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INGLUSIVE

[d 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

[0 €.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.100 TEST 2. 0.100 TEST 3: 0.101
K] PERFORMR.F.I. TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
REFUSALS: 0 0-.04:3 05-09:0 !.10~.14: 1 15-19: 0 IOVER A9 0

LIST ANY NEW PARTS AN DESCRIBE ANY ALTERATICN OR MODIFICATION THAT WAS MADE TO RESTURE THE INSTRULENT TO CPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LIMITS (USE OTHER SIGE IF NECESSARY)

SIGNATURE o [PRINTFULLNAME
Py BRIAN D KIDWELL
TYPE il PERMIT WUSBERT I\ EXPIRATICN DATE TELEPHGNE NUMBER
240439 12/22/2016 573-392-5611

RETURN COMPLETED REPORT TO THE Breath Alcohol Program, MO Department of Fezlth and Senior Seivices
Southeast District Office
2875 James Blvd, Poplar Biuff, MO 63901

MO 5B0-2863 {2.13} AN ECUAL QPPORTUNITIAFFIRMATIVE ACTICN EMPLOYER LAB-18G
services provided on a nond seriminatory bas's




REPCO MARKETING Tne.

J101-188 STONYBROOK DRIVE
RALEIGH, N.C, 27804
HS-H76-G480

CERTIRICATE: OF ANATYSIS

MANURACTURER AND SUPPLIER: RepCo Marketing, Ine,
LOT NUMBER: 14001
EXPIRATION DATE: April 30, 2046 at 11:59 p.m.

RepCo Matketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot Mumber
18001 of Alcohol Centified Sokution for simulaters: Random saraples of said Iot -
number were analyzed by an independent laboratory uiilizing a gas chromatograph
and found to contain 1716 - gms/dl +-.003 gms/dl wirvol ethanot (95%
Confidencs). '

The alcohel and distilled water used in the solaiion were found to bs fres of
any interferring substance.

This solutien will produce a vapor alcokol value of 108 +/-3% gms/210L
Breath-when heated to 34 Degrees Celsius +-0.2 Degrees Celsius in a simulator

(95% Confidence).

The date of manufacowe for this Jot nwmber is May 1, 2014
The expiration date forthic lot number is - April 30, 2916 at
11:59 pam, .

This document is a frue reprmmaﬁﬂﬂﬂzﬁf the original Certificate of Analysis,
w7 ’
- , 5 | mﬂ. )

E"--f‘ b =l
Cecil B, Garner, President: . -

RepCo Marketing, Inc.

FormRM 92




STATE OF MISSOUR
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BF&'EATH_ALCOHOL PROGEAM
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Is hereby authorizad to fnsiruc! and Supervisa operalors, trajn instructors, inspect, calibrate, perform fleld seivice and repalrg;
and operate the following breaih analyzer(s);

MNKMAWMSTERQ INTOX DT

it the determiniation oﬁthe_aicoholic:contem of blood from a sample of expired i Permitissug under-the provisions of sections
577,020 through 577,041, RSho and 306,171 through 306,119 RSMo,

DATE _.__12/22/2014 Lava i/»—g;_:i
Eaa )

DIRECTOR OF STATE PUBLIC HEALTS LABORATORY
NUMBER 240439

Hal UM(MQ:/

EXPIREs 12/22/2016 . — TR e e S0 acty tngdivector
QIRECYOR oF BEPARWENT'OF HEA!;THAND'SENIOR SERVICES

HO530.0774 {8-10} tARd {H5.10}

Sl STATE oF mssouny

EPARYMENT f HEALTH AND SEMIOR SERVInES
REATH ALcono), PROGRAN




